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February 9, 1995
TO:

R. Rihel

FROM:
D. Connolly

SUBJECT:
Flow meter Calibration


Calibration of the FPM800 series flow meters can be accom-

plished using the following procedure:

1.
Disconnect the flow sensor from the FPM800.  With maximum flow in the pipeline and the flow sensor mounted in a PVC tee, use a frequency counter to measure the frequency of the sensor output on pins #1 and #2.

2.  
using the figures shown in table 4-1 for your pipe size calculate GPM by multiplying the frequency (Hz) of the transducer output by "A" (GPM/Hz).

3.  
Reconnect the flow sensor to the rear of the FPM800.

4
Adjust the CALIB control on the rear panel of the indicator case until the flow rate indicated on the meter matches the calculated flow rate.






TABLE 4-1


PIPE SIZE


GPM FULL SCALE

APPOX. A


3/4




18



0.235


1"




18



0.327
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