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Blue M Oven (IB2) Checklist

Before Powering Up the Circuit Breaker
·  Product is securely placed in the furnace and the door is closed.
 
·  Check Exhaust Damper Positioning
 
If the temperature of the oven is expected to be over 60° C the air intake and the exhaust damper are shut or partially shut.
·  The personnel protective chain and the “Caution Hot” signs are in place.
 
Turn ON the Circuit Breaker
Exhaust fan is now running.
·  Ensure that the Exhaust Fan is ON and operational.
 
·  Press the enable\reset push button.
 
·  The Temperature Limit Controller is unchanged and set at 715° C.
 
·  Select the appropriate cycle and start the process; do not open the Furnace.
 
·  Ensure that the temperature reading at the exhaust fan stays below 140° C.
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