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   Rev.  A

CHECK Ph AT THE END OF EACH WORK WEEK
















  Date
9/4/96

NOTE : USE INDIVIDUAL Ph METERS TO CHECK RADIOACTIVE AND NON RADIOACTIVE CARTS.

DATE H20 CHANGE
EQUIPMENT

SERIAL #
CONDUCTIVITY

CHECK 
Ph

CHECK (2-12)
CHANGED BY
COMMENTS























































































































































































